We read with great interest the article by De Martino et al [@bib1] on early intraprosthetic dislocation (IPD) in dual-mobility cup (DMC).

In their discussion, the authors list 3 factors that may be more likely in the early IPD. We know of no evidence supporting the relationship of early IPD with head size of the inner bearing \<28 mm or skirted femoral head. On the other hand, we agree that early IPD could be due to a DMC used in an off-label manner to revise an existing total hip arthroplasty, with retention of the femoral stem.

We would stress the different reasons for early and late IPD.

Late IPD, which occurs after 24 months, is mainly related to the wear of retentive rim in the "third joint" [@bib2]. This leads to failure of the capture mechanism between the mobile polyethylene liner and femoral head [@bib3].

This complication depends on head/neck ratio and also the shape and the roughness of the neck are involved [@bib4]. Femoral necks with an unpolished surface and large diameters should be avoided. For similar reasons, care should be taken to ensure that the base of the Morse taper is fully covered by the femoral head, avoiding skirted femoral heads that can cause impingement with the polyethylene liner.

Regarding early IPD, which is rarely described by European authors, it may be considered as a mechanical failure of the retentive rim. Since there is not enough time for the wear process, we think it is due to the specific design of the insert with its capture action.

As described by Aslanian [@bib5], the liner\'s features of different DMC depend on four main factors: first, the diameter and relative position of the retentive ring to limit any harmful contact with the femoral stem; second, the over-covering surface of the head to create an intraprosthetic jump distance; third, the presence of protective beveled edge (chamfers) in contact areas with the prosthetic neck; and fourth, the elasticity of the polyethylene to allow the passage of the head through the retention rim without its plastic deformation leading to the failure of the capture mechanism.

For this reason, it would be helpful if these technical data were provided by the manufacturers. This becomes fundamental above all if a DMC is used in an off-label manner to revise an existing total hip arthroplasty with retention of the femoral stem.

Finally, De Martino reported that 6 of 15 early IPD (40%) after an attempt of close reduction of the large articulation occurred with modular dual mobility.

As previously published by Plummer et al [@bib6], we want to stress that the head diameter and the jump distance are actually reduced by this modularity.

We appreciate the authors for attempting to answer an important and controversial topic with a systematic review and for the quality and the originality of their study.
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